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QINETIQ PROPRIETARY

coMPASS CALTBRATTON BASE (CCB) SURVEY REPORT

CAMBRIDGE INTERNATIONAL AIRPORT

Reference A:

CAP 562 Book 2, Ghapter 34, Leaflet 34 -10 - Compass Base Surveying

lntroduction1.1

Magnetic Range Officers from the QinetiQ magnetic survey team based at Portland Bill
in Dorset visited Cambridge Airport on 18th August 2020.The purpose of this visit was
to complete a routine magnetic survey of the CCB located on the Airfield, this survey
was conducted in accordance with Ref A.

1.2 Survey Results

The results of the survey confirm that, in accordance with Ref A, the area meets the
magnetic requirements of a Class 1 CCB. An analysis of magnetic deviations taken at
random across the base gave a normal distribution of +10.1876" (3o value) and a
mean of -0.0127".|t should be noted that this survey was conducted at a height of 5
feet above ground level (agl), certification only applies to the area within the datum
circle at this height and above. QinetiQ Portland Bill should be consulted before the
calibration of any compass system in which the magnetic sensor is below this level, as
magnetic deviations may increase towards the ground and exceed limits set out at Ref
A.

1.3 Certification

Please find Class 1 certificate of conformity enclosed for you retention, this certificate
carries a five year validity, therefore this CCB will be due for routine magnetic survey in
August 2025.

1.4 Acknowledgement

The Surveying Officers would like to thank Operations Staff at Cambridge Airport for
their assistance and hospitality afforded during this visit, it was most appreciated.

1.5 Survey Equipment Used

The following survey equipment with present identification numbers was used to
conduct this survey:

Datum Tripod
Datum Tripod
Ferromaster Meter
Datum Compass (2)
Datum Compass (l )

Bartinqton Gradiometer

LN2
LNI

Serial No. 192
54lHW11N91
43lHWt1N91

AMC 0r09500

Mobile Tripod
Central Fixed Tripod
Permeabilitv Test
Mobile Compass
Central Static Comoass
Ferrous Search lnstrument
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QINETIQ

CAM BRI DGE I NTERNATIONAL
AIRPORT

Gertificate of Compass Base Calibration

Applicant Dewhurst Airfield Services Ltd
Grierson House
Anchorage Business Park
Chain CaulWay
Preston Riversway Docklands
Preston PR22YL

QinetiQ Assiqnment Number: 4303'1 993-0021

This is to certify that the Class 1 Compass Calibration Base (CCB) located at Cambridge
Airport was subject to magnetic survey on 18th August 2020. The normal distribution of
magnetic deviations across the CCB were found to be +0.1876'(3o value) about a mean of
-0.0127", this CCB conformed to Class 1 standards on the date of survey.

The following standards apply:

CAA/CAAIP CAP 562 Book 2, Chapter 34, Leaflet 34 -10 - Compass Base Surveying

Mr Ray Standley

Magnetic Range Officer Date: 25th August 2020

This certificate is issued in accordance with the measurement capability of the facility which operates a quality
management system under the requirements of ISO 9007:2075. The units of measurement, where possible, are
traceable to National Standards. The ceftificate only confirms that the CCB (compass calibration base) conþrmed to
class 7 (or class 2)standards on the date of the survey. QinetiQ Portland Bill should be informed of any modifcations
intended, or carried out within 200 metres of the centre of the base, which may affect the mognetic integrity of the
CCB during the ceftified calibration period. The following standards apply: Civil Aircraft Airwofthiness lnformation
and Procedures (CAP) 562 - Book 2, Chopter 34 Navigotion, Leaflet 34-70 Compass Bose Suweying.

CERTIFICATE NUMBER

EXPIRY DATE

DATE OF SURVEY

CLASS OF CERTIFICATION

COMPASS CALIBRATION BASE

coM/03/2020

18th Auqust2O2S

18th Auqust.2020

CLASS 1

CAMBRIDGE AIRPORT
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2.1

Annexes

Annex 1 - List of Contacts

QINETIQ PROPRIETARY

Head of Site
MOD Portland Bill

Technical Leader
MOD Portland Bill

Magnetic Range Officer
MOD Portland Bill

Project Role

Project Manager
MOD Portland Bill

Dave Mitchell

Mark Wootton

Ray Standley

Name

GillCarter

QinetiQ, MOD Portland Bill
Magnetic Assessment Services
Building G, EAIV Calfac
Portland Bill
Portland
Dorset
DT5 2JT
Tel: 01305 862059
dqm itchell 1 @qinetiq.com

QinetiQ, MOD Portland Bill
Magnetic Assessment Services
Room 84, Bldg N
Portland Bill
Portland
Dorset
DT5 2JT
Tel: 01305 862039
m kwootton@QinetiQ.com

QinetiQ, MOD Portland Bill
Magnetic Assessment Services
Room 84, Bldg N
Portland Bill
Portland
Dorset
DTs 2JT
Tel: 01305 862022
rnstandlev@QinetiQ.com

QinetiQ, MOD Portland Bill
Magnetic Assessment Services
Room 87, Bldg N
Portland Bill
Portland
Dorset
DTs 2JT
Tel: 01305 862021
olcarter@QinetiQ.com

Contact Details
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